1. Introduction {#sec1-ijerph-17-03554}
===============

Wearables are often defined as "technologies used to measure various physiological and kinematic parameters by being sported or borne by the user" \[[@B1-ijerph-17-03554],[@B2-ijerph-17-03554]\]. The purpose of wearable technology or devices is to assess human performance---that is, biomechanical or physiological in nature---or for monitoring specific events of human movement in daily living, athletic, clinical, or occupational populations. The advantage of wearable devices is that they allow for monitoring human performance continuously and in environments that are outside of a laboratory or clinic with ease. This advantage can help to assess, diagnose, treat, and prevent injuries, especially in occupational settings where there is an elevated risk for work-related injuries. According to the National Safety Council (NCS), in 2017, a total of 4.5 million work-related medically consulted injuries and 4414 preventable work-related deaths occurred in the United States \[[@B3-ijerph-17-03554]\]. Falls are the leading cause of both fatal and nonfatal injuries in occupational populations \[[@B4-ijerph-17-03554]\]. Falls and fall-related injuries can be attributed to postural instability caused by an induced loss of balance and failure to recover from the imbalance, which commonly occurs in hazardous occupations. The Bureau of Labor Statistics (BLS) reported that, in 2017, from a total of 5147 fatalities, 887 were attributed to falls, slips, and trips, and a total of 227,760 cases of nonfatal workplace injuries were due to falls (47,180 falls to a lower level, 142,770 same-level falls, and 33,720 slips/trips), with a high incidence rate especially in construction (24,160 falls) and manufacturing (22,010 falls) \[[@B4-ijerph-17-03554]\]. Moreover, the innate dangers in hazardous occupations such as construction, manufacturing, transportation, warehousing, mining, quarrying, and healthcare services, as well as emergency responders---such as firefighters, law enforcement, and military---predisposes greater risks for occupational injuries \[[@B5-ijerph-17-03554],[@B6-ijerph-17-03554],[@B7-ijerph-17-03554],[@B8-ijerph-17-03554],[@B9-ijerph-17-03554],[@B10-ijerph-17-03554]\]. In addition to the hazardous work conditions, physical exertion mandated by the occupational tasks creates greater demands on the human postural control system, thereby increasing the risks of falls \[[@B11-ijerph-17-03554]\]. Furthermore, the economic and financial costs associated with work-related accidents and injuries pose a significant threat and burden to the nation and the world. In 2017, the NCS reported \$161.5 billion as an estimated cost for work-related injuries in the United States \[[@B3-ijerph-17-03554]\]. The constant increase in injury, illness, and accident rates in the workplace warrants the successful implementation of safety practices that are evidence-based. This further warrants the need for new innovating and emerging research to minimize workplace fall-related accidents.

With greater advancements in technologies, there are multiple tools and equipment, such as camera-based systems, ambient sensors, and various types of wearable sensors, that are helpful to detect falls and near falls in an attempt to reduce fall-related injuries \[[@B12-ijerph-17-03554]\]. In this context, monitoring employees through wearable sensors for potential falls or near-falls during occupational activities will aid not only in detecting falls but can also help in pre-fall and post-fall interventions \[[@B13-ijerph-17-03554]\]. The traditional fall prevention technologies such as the camera-based systems, ambient systems, and fall alert sensor systems identify falls after they have occurred and help to contact emergency services. Whereas, wearable technologies are used as fall monitoring and detection systems that help to identify discrete fall or near-fall events over the course of the day \[[@B13-ijerph-17-03554]\] and can be extremely beneficial, especially during high fall-risk occupational tasks. With the ever-increasing fall risk in hazardous occupations, there is a need to mitigate such injuries and improve safety.

Although there are multiple sensors being used for human monitoring, the advent of wearable stretch/strain sensors (WSS) that are either worn or attached to the skin is more recent. Hence, this paper provides an in-depth review of the current WSS technology for human movement monitoring by addressing their uses, applications, findings, limitations, and future scope. This paper also recapitulates the findings of a series of five published manuscripts from ongoing research that are published as Parts I to V of "Closing the Wearable Gap" journal articles \[[@B1-ijerph-17-03554],[@B14-ijerph-17-03554],[@B15-ijerph-17-03554],[@B16-ijerph-17-03554],[@B17-ijerph-17-03554]\] that discuss the design and development of a foot and ankle wearable device using wearable soft robotic stretch (SRS) sensors that can be used for fall detection. The use of SRS sensors in fall detection, its current limitations, and challenges for adoption in human factors and ergonomics are also discussed.

2. Wearable Technology {#sec2-ijerph-17-03554}
======================

The wearable technologies used to capture metrics about human performance often receive most of the focus. Performance assessment wearables are largely responsible for the booming growth in wearable user consumption, which began at the 2014 Consumer Electronics Show and is expected to hit \$34 billion \[[@B18-ijerph-17-03554]\] to \$40 billion \[[@B19-ijerph-17-03554]\], with an estimated 485 million devices shipped, in 2019. The purpose of most wearables across many environments is to paint a complete picture of what continuous work outside of the lab does to the human "athlete"---be they sports athletes, industrial athletes, tactical athletes (war fighters and first responders), or even the at-risk athletes who are in rehabilitation or longer-term treatment. The mass popularization of smartphone and mobile device technology has enabled the miniaturization of data-capturing sensors and other processing and storage components, such that computers can be embedded into clothing and other noninvasive locations on a person while they are actively performing a task. How individuals work and, in turn, how that work affects them can be more effectively optimized, quantified, and tracked. More advanced wearable electronic sensors exist that range in their applications from detecting biomechanical movements \[[@B14-ijerph-17-03554],[@B16-ijerph-17-03554]\], haptic and touch perception \[[@B20-ijerph-17-03554],[@B21-ijerph-17-03554],[@B22-ijerph-17-03554]\], human physiological responses \[[@B23-ijerph-17-03554]\], and even bioinspired sensors that mimic the functions of the human sensory nervous system \[[@B24-ijerph-17-03554]\]. These advanced wearable electronic sensors were developed and validated predominantly for bridging the gap in the human-machine/computer interface literature and their applications \[[@B20-ijerph-17-03554],[@B22-ijerph-17-03554]\]. These sensors aid in capturing precise human responses and aid multiple aspects of applications ranging from clinical, rehabilitation, athletic, and occupational populations.

3. Wearable Stretch Sensors {#sec3-ijerph-17-03554}
===========================

The WSS have numerous applications that involve motion capture studies. For body strain measurements, these can be integrated onto clothing or directly laminated on human skin. Measurements ranging from minute skin motions induced by respiration and heartbeat to more significant human body strains like the bending or straightening of body joints can be obtained \[[@B25-ijerph-17-03554],[@B26-ijerph-17-03554]\]. The information obtained from these sensors can be used to evaluate body movements, posture, and performance of the player during sports activities \[[@B26-ijerph-17-03554],[@B27-ijerph-17-03554]\]. The information recorded could be useful for monitoring the body performance and wellness analysis of an individual. Another application of SRS involves mounting them on the knee joint \[[@B25-ijerph-17-03554],[@B28-ijerph-17-03554],[@B29-ijerph-17-03554]\]. This helps in gaining information about different knee patterns, such as walking, running, jumping, squatting, and various other activities. WSS are beneficial for continuous health monitoring, rehabilitation, and the evaluation of human performance.

3.1. Review of Wearable Stretch Sensors for Human Movement Monitoring {#sec3dot1-ijerph-17-03554}
---------------------------------------------------------------------

A brief review of a variety of such WSS and skin-mounted sensors with their broad applications in human motion detection have been summarized in [Table 1](#ijerph-17-03554-t001){ref-type="table"}. The review table surveys various studies conducted on the application of WSS that include both resistive and capacitive types of sensors. The table highlights the potential application of these wearable sensors as motion-capturing devices and comprises of a review of human movement monitoring, gait analysis, and other movement-based applications using such WSS. [Table 1](#ijerph-17-03554-t001){ref-type="table"} also includes information about the current challenges and limitations in the use of skin mountable and wearable sensors for body-integrated applications \[[@B30-ijerph-17-03554],[@B31-ijerph-17-03554],[@B32-ijerph-17-03554],[@B33-ijerph-17-03554],[@B34-ijerph-17-03554],[@B35-ijerph-17-03554],[@B36-ijerph-17-03554],[@B37-ijerph-17-03554],[@B38-ijerph-17-03554],[@B39-ijerph-17-03554],[@B40-ijerph-17-03554],[@B41-ijerph-17-03554],[@B42-ijerph-17-03554],[@B43-ijerph-17-03554]\].

3.2. Design and Development of Wearable Devices Using Soft Robotic Stretch (SRS) Sensors for Human Movement Monitoring {#sec3dot2-ijerph-17-03554}
----------------------------------------------------------------------------------------------------------------------

While several wearable devices that incorporate different types of sensor technology exist for fall detection, they have their own limitations, such as inertial measurement unit (IMU) distortion, reliability, and high financial costs \[[@B44-ijerph-17-03554],[@B45-ijerph-17-03554]\]. Moreover, there is a constant need for the design and development of novel wearable technology to combat the increasing threat of falls and fall-related injuries in occupational settings. Our research team was tasked with the design and development of a wearable device using soft-robotic stretch (SRS) sensors capable of capturing the human joint movement kinematics, specifically at the ankle joint in the lower extremity. The research team has since then published a series of five papers under the "Closing the Wearable Gap" series: Part I to Part V \[[@B1-ijerph-17-03554],[@B14-ijerph-17-03554],[@B15-ijerph-17-03554],[@B16-ijerph-17-03554],[@B17-ijerph-17-03554]\], which discuss the design, development, and testing of the foot and ankle wearable device. Specifically, the Parts I and II papers tested the reliability and feasibility of using SRS on both a mechanical ankle joint device and on human participants \[[@B1-ijerph-17-03554],[@B14-ijerph-17-03554]\]. The SRS are thin strap-like electronic sensors that produce a linear change in voltage recorded either in resistance (LiquidWire, Beaverton, Oregon, USA) or capacitance (StretchSense, Auckland, NZ, USA) when they are stretched ([Figure 1](#ijerph-17-03554-f001){ref-type="fig"}). Subsequently, when the SRS were fixed on the anterior, posterior, medial, and lateral sides of the foot and ankle segments spanning across the ankle joint axis, they stretch during all four degrees of freedom of the ankle joint, plantar flexion, dorsiflexion, eversion, and inversion movements, respectively. The change in voltage was correlated to the change in the ankle joint range of motion angles using traditional electric goniometers as well as using the gold standard 3D motion capture system. The results from these papers identified significant linear models and validated with significant goodness-of-fit when compared to the gold standard 3D motion capture system \[[@B1-ijerph-17-03554],[@B14-ijerph-17-03554]\]. The linearity of the stretch from the SRS was reported to have an R^2^ value of 0.99 in the Part I paper and an R^2^ value of 0.95--0.99 in the Part II paper. Thus, the Parts I and II papers ([Figure 2](#ijerph-17-03554-f002){ref-type="fig"}) demonstrated that the SRS sensors could be used as a potential wearable device to detect ankle joint kinematics in both sagittal and frontal movements of plantar flexion/dorsiflexion and inversion/eversion movements, respectively. However, the movements in these two studies were performed one at a time from a static, non-weight-bearing condition. The need for assessing the use of SRS sensors in dynamic movements, especially fall detection, was necessary. The critical advancement of studies exploring more complex movements lead to the Parts III, IV, and V papers ([Figure 2](#ijerph-17-03554-f002){ref-type="fig"}) \[[@B15-ijerph-17-03554],[@B16-ijerph-17-03554],[@B17-ijerph-17-03554]\], the next projects investigated by the research team, which are explained further with in-context of WSS in fall detection, their applications, limitations, and future scope.

Although different types of sensors are being used for fall monitoring and detection, the placement of these sensors on the human body have been limited predominantly to the torso and lower extremities \[[@B46-ijerph-17-03554]\], and body-worn sensors used for fall detection have also been traditionally placed on the waist/hip or as trunk attachments \[[@B46-ijerph-17-03554]\]. Occasionally, wearable sensors such as accelerometers that are placed on the head and neck have also been utilized that detect the acceleration changes of the head in the event of falls \[[@B47-ijerph-17-03554]\]. However, based on the postural stability model suggested by Winter (1995), the human body is considered as an inverted pendulum, with the axis of rotation pivoted at the ankle joint \[[@B48-ijerph-17-03554]\]. Subsequently, placing the SRS sensors across the ankle joint axis allows the researchers to monitor the kinematics of the ankle joint complex from an inverted pendulum model aspect. The SRS sensors placed on the anterior aspect of the feet stretches during plantar flexion, while the one placed on the posterior aspect of the feet stretches during dorsiflexion. Similarly, the SRS sensor on the lateral aspect of the ankle stretches during inversion, and the one on the medial aspect stretches during eversion. Correlating the linear change in voltage due to the stretch of the SRS with changes in the ankle joint range of motion in degrees quantified using 3D motion capture enables constant monitoring of ankle joint kinematics during human physical activity.

4. Wearable Sensors and Fall Prevention {#sec4-ijerph-17-03554}
=======================================

4.1. Current Wearable Technology in Fall Monitoring and Detection {#sec4dot1-ijerph-17-03554}
-----------------------------------------------------------------

While camera-based and ambient systems have been used for fall detection based on changes in body movement and posture, movement inactivity detection, and head motion analysis, these solutions have their limitations, such as the obstruction of capture volume, privacy, false alarms, and battery life \[[@B49-ijerph-17-03554],[@B50-ijerph-17-03554]\]. Wearable devices have been successfully implemented and used to assess human physical activity in multiple populations \[[@B12-ijerph-17-03554]\]. More specifically, wearable or body-worn sensors have become the preferred choice of technology for fall monitoring and detection \[[@B12-ijerph-17-03554],[@B46-ijerph-17-03554],[@B51-ijerph-17-03554]\] due to their high precision, less time commitment, easy access, feasibility, and administration \[[@B50-ijerph-17-03554]\]. These wearable devices include inertial measurement units (IMUs), accelerometers, gyroscopes, magnetometers, pedometers, electric goniometers, and foot pressure sensors \[[@B12-ijerph-17-03554],[@B49-ijerph-17-03554],[@B50-ijerph-17-03554],[@B52-ijerph-17-03554],[@B53-ijerph-17-03554],[@B54-ijerph-17-03554]\]. More often than not, these physical, wearable sensors have been used along with smartphones and applications to provide an effective wearable fall-detection device and system \[[@B55-ijerph-17-03554],[@B56-ijerph-17-03554],[@B57-ijerph-17-03554],[@B58-ijerph-17-03554],[@B59-ijerph-17-03554]\].

4.2. Use of SRS Sensors for Fall Detection {#sec4dot2-ijerph-17-03554}
------------------------------------------

With the SRS sensor design completed, the Parts III and IV papers address the validation of the SRS sensors during dynamic tasks specific to slip and trip perturbations \[[@B15-ijerph-17-03554]\] and while walking on sloped surfaces \[[@B16-ijerph-17-03554]\] ([Figure 2](#ijerph-17-03554-f002){ref-type="fig"}). In Part III of the series, participants wore SRS sensors and were subjected to both unexpected and expected postural perturbations imparted by the sudden starting and stopping of a treadmill belt from the static nonmoving position. All sensor data were compared to ankle joint plantar flexion/dorsiflexion quantified using a 3D motion capture system. Trials during which the treadmill belt moved forward in relation to the individual were used to create slip perturbations, and the trials during which the treadmill belt moved backward in relation to the individual were used to create trip perturbations. The unexpected trials were created when the participants were not informed of the upcoming perturbation type and time and were provided randomly within 30 s of static stance. The expected trials were when participants were informed of the upcoming perturbation type and time and were counted down numerically to provide the perturbation. The use of both slip and trip perturbations and both unexpected and expected perturbations were in an attempt to assess the validation of the SRS sensors during different types of fall detection and for the validation of the behavior of the SRS sensors during rapid unexpected and braced expected falls. Adjusted R^2^ and root mean square error (RMSE) were used to validate the SRS sensor data with the 3D motion capture ankle angle kinematics. The results from the study identified a medium-to-high adjusted R^2^ value (R^2^ = 0.60) and a low RMSE value (\<4 degrees), thus suggesting a moderate-to-high accuracy with minimal errors in comparing the SRS sensors against the 3D motion capture system during these different postural perturbations. For verification, R^2^ and RMSE have shown to be valuable assessment methods for kinematic and kinetic data related to sports and dynamic movements \[[@B60-ijerph-17-03554]\]. Thus, the findings suggest that the SRS sensors could be a feasible option in detecting ankle joint kinematics during slip and trip-induced falls \[[@B15-ijerph-17-03554]\].

As a follow-up to the slip-trip testing, the Part IV paper addressed the validity of SRS sensors during walking both on a flat surface and a tilted surface \[[@B16-ijerph-17-03554]\]. All four SRS sensors for capturing plantar flexion/dorsiflexion and inversion/eversion were used to measure ankle joint kinematics simultaneously. Participants walked with a self-regulated pace on a custom-built wooden platform, and a total of 12 gait trials, with six on each surface (flat and titled), were collected to acquire a total of 24 gait cycles for each participant. In addition to the previously used adjusted R^2^ and RMSE, the mean absolute error (MAE) was calculated to validate the SRS sensor data with the 3D motion capture ankle angle kinematics for all four degrees of freedom. The findings indicated that all four SRS sensors provided a successful fit identified by a high adjusted R^2^ value (R^2^ = 0.854) and lower MAE (MAE = 1.54) and RMSE values (RMSE = 1.96), suggesting that SRS sensors could be a feasible option to capture ankle joint kinematics both on flat, as well on tilted, surfaces \[[@B16-ijerph-17-03554]\]. The validity of the SRS sensors during dynamic walking on tilted surfaces from Part IV \[[@B16-ijerph-17-03554]\] and during rapid slip-trip perturbations from Part III \[[@B15-ijerph-17-03554]\] suggest that SRS sensors could be a new wearable device that can detect ankle joint kinematics in fall-prone conditions, where the human body is subjected to different perturbations that destabilize the body postural stability ([Figure 2](#ijerph-17-03554-f002){ref-type="fig"}).

Finally, a comprehensive fall detection system could not just rely on capturing joint kinematics, and capturing kinetics, especially forces from the feet during ground contact, need to be prioritized as well. Subsequently, Part V of the paper series \[[@B17-ijerph-17-03554]\] successfully attempted to develop a pressure-sensitive sock using a compressible variation of the same SRS sensors (five sensors) placed on the sole of each foot enclosed in a sock. Pressure (kPa) from the soles of the feet were quantified using pressure cells (BodiTrak™ Vista Medical, Winnipeg, MB, Canada), as well as with ground reaction forces (N) from dual-force platforms (Kistler™ Novi, MI, USA), compared to the compressible SRS sensors during different activities such as squatting, shifting weight from left to right, and shifting weight from heels to toes. Correlations---mean R^2^ and mean RMSE---were used to compare the changes in pressure of compressible SRSs, changes in pressure on the BodiTrak™ Vector Plate, and changes in force on the Kistler™ Force Plates. The results identified a positive linear relationship between the compressible SRS sensors and BodiTrak™, while the comparison to the force plates was inconclusive \[[@B17-ijerph-17-03554]\]. Based on the findings, the compressible SRS sensors were still identified as an effective option to capture the pressure distribution from the sole of the foot during ground contact, which serves a vital purpose in identifying the weight-bearing status of the specific lower extremity in the event of falls or near-falls. In the context of a fall detection system using the SRS sensors, the need for kinetic data from the feet during ground contact, in addition to the ankle joint kinematics, is further explained under the current limitations sections.

5. Limitations and Future Scope {#sec5-ijerph-17-03554}
===============================

5.1. Limitations to Wearable Stretch Sensors {#sec5dot1-ijerph-17-03554}
--------------------------------------------

There are several limitations and future developments to be considered when working with SRS. Factors such as placement of the sensors, perception of space, body diversity in anthropometry and movements, attachments, containments, sensory interactions, aesthetics, and long-term use play very vital roles on the wearability of the sensors. The wearable SRS must be durable enough to perform consistently for the time and conditions of use in which they are expected to collect data. Some of the challenges faced when using SRS include sliding and distortion of the sensors during skin deformations, impact with an object and stress-induced movements, leading to underestimation of the actual motion \[[@B32-ijerph-17-03554],[@B34-ijerph-17-03554],[@B35-ijerph-17-03554],[@B37-ijerph-17-03554]\]. Exploiting textile engineering techniques, collaboration between designers and engineers would help to improve smart clothing designs from a noninvasive and comfort perspective. Manufacturing clothes with close-fitting garments would help to minimize sensor movements and drift, thereby improving accuracy.

Another possible source of error for an SRS-based device was nonlinearity of the wearable sensors under compressive force. Hysteresis, which can be defined as a natural reluctance for the sensors to return to the original length after removal of a load, and the nonlinearity of sensors due to such changes in its material properties further add to the complexity and difficulties with sensor errors \[[@B61-ijerph-17-03554]\]. The error concerning hysteresis and nonlinearity was observed as a major drawback for all resistive-type wearable sensors. Efforts have been made to add a pressure-sensing element on top of the strain-sensing element, allowing the sensor to detect compression in addition to the strain \[[@B62-ijerph-17-03554]\]. Under dynamic loading conditions, hysteresis was observed in the sensor response, which can be due to the ways sensors were integrated to the body or might have been caused due to the viscoelastic nature of the polymers. Carefully selecting the location of the sensors---that is, moving their location from directly on top of the joints to more soft and flat areas of the body---would help reduce the pressure effect as well; however, the changes concerning relocation of the sensors would make the design process more complicated. Recently, deep-learning methods have been proposed for full-body motion sensing to solve the problems of nonlinearity and hysteresis \[[@B35-ijerph-17-03554]\].

The accuracy of the sensor readings highly depends on the care taken during the calibrations. Even a slight difference in the calibration leads to drastic changes in the joint angle prediction \[[@B30-ijerph-17-03554],[@B32-ijerph-17-03554],[@B36-ijerph-17-03554]\]. There were differences noted in the actual and predicted angles. Various approaches have been proposed using different kinds of devices, such as an electro-goniometer, IMUs, and camera-based optical systems. However, these solutions all still had some limitations, such as inaccuracy in detecting multiple degrees of freedom for joint motions, errors with high-speed motions, and space confines \[[@B34-ijerph-17-03554],[@B35-ijerph-17-03554],[@B37-ijerph-17-03554]\]. Additionally, discomfort of the wearers due to the attachment of rigid electronics on garments or skin were reported. Based on studies concerning calibration datasets during motion sensing, a robust calibration process for motion capture using computational methods involving machine-learning and deep neural network systems is required to deal with the issues more effectively \[[@B35-ijerph-17-03554],[@B63-ijerph-17-03554]\].

5.2. Current Limitations of the Stretchable SRS and Measures to Minimize Errors in Fall Detection {#sec5dot2-ijerph-17-03554}
-------------------------------------------------------------------------------------------------

Even though the SRS sensors were validated against a motion capture system and identified as a potential fall detection sensor, both during unexpected and expected slip and trip perturbations \[[@B15-ijerph-17-03554]\], as well as during walking on sloped surfaces \[[@B16-ijerph-17-03554]\], a few limitations still exist. The data from just the four SRS sensors on the foot and ankle segment used to identify ankle joint kinematics \[[@B15-ijerph-17-03554],[@B16-ijerph-17-03554]\] would not essentially be a comprehensive fall detection system. Deviations from acceptable changes in ankle joint kinematics are used to detect any aberrant movements during the course of a physical task. For example, during a slip-induced fall, a change of 30 degrees in plantar flexion could be evident. However, while going up on one's toes during a reaching to a height task, a similar change of 30 degrees in plantar flexion is possible. Hence, to differentiate a fall-induced angular displacement from a task-induced one, the rate of change of angular displacement, angular velocity, should also be quantified, as slip or trip-induced falls tend to have a faster angular velocity. Yet, assessing kinematics of the ankle joint alone may still not be sufficient to have a precise fall detection system. The addition of SRS sensors repurposed as a pressure-sensitive sock to detect pressure underneath the sole of the foot will aid in the identification of the weight-bearing status of the lower extremities \[[@B17-ijerph-17-03554]\]. Subsequently, the knowledge of the pressure distribution during weight-bearing activities and the absence of pressure during non-weight-bearing conditions can aid in identifying the context in which the ankle joint is moving. Similarly, during weight-bearing activities such as walking, the presence of different ratios of pressure distribution can aid in detecting the different subphases of the stance phase of the gait cycle. As such, the presence of pressure distribution in one foot but the absence in the other with periodic repetitions can indicate the stance phase and swing phases of the gait cycle during walking. However, the absence of pressure distribution in both feet accompanied by extremes of the joint range of motion kinematics can potentially indicate a fall event. The current limitations of the SRS sensors can be minimized with the above-discussed measures, as well as with the addition of different types of sensors, as discussed in the below section on future SRS sensor development. However, repeated testing both in the laboratory and in the field, especially in hazardous occupational environments, such as in the roofing and construction industry, is essential.

5.3. Future Stretchable SRS Development for Fall Detection {#sec5dot3-ijerph-17-03554}
----------------------------------------------------------

The future of SRS sensors being incorporated into fall detection devices, especially in addition with other types of sensors working in unison, can provide high-quality data of human movement and the utmost precision in detecting and preventing falls and alarms in fall detection. The existing, wearable system of four SRS sensors on the ankle joint axis to measure the ankle joint kinematics and five sensors on the sole of the foot to measure foot pressure can still be enhanced by adding other sensors to make a comprehensive, wearable fall detection system. For example, IMUs and accelerometers have been previously used to detect abnormal movement patterns of the body \[[@B49-ijerph-17-03554],[@B64-ijerph-17-03554]\] and electromyography (EMG) recordings, especially from the lower extremity muscles, to detect pre-falls to the ground in the forward, backward, and lateral directions \[[@B65-ijerph-17-03554]\]. While these wearable devices have been used in isolation, the impact of a comprehensive, wearable fall detection system utilizing different sensors is still lacking. Finally, the use of SRS sensors allows them to be sewn into compression garments as they contour around the shape of the body, potentially paving the way for future smart garments of fall detection in the workplace.

6. Challenges to the Use of Wearable Devices in the Workplace {#sec6-ijerph-17-03554}
=============================================================

Wearable technologies are being increasingly promoted and used in the workplace for employee safety and injury prevention \[[@B66-ijerph-17-03554]\]. Specific to fall prevention in the workplace, even though personnel protective equipment (PPE) such as fall-harnesses and fall-arrest systems are mandated for fall-risk workplaces, the use of wearable technology provides an opportunity to continuously monitor the safety status of the employees and to find at-risk employees who are more prone to fall. Individuals who might have their postural control system compromised due to any neurological or musculoskeletal disorders, due to the hazardous working conditions (such as working in fall-risk conditions, working in awkward postures, and improper or poor PPE availability and use) or due to the inherent hazards of the occupation (such as physical and mental fatigue, overexertion, etc.) can be identified early before events of falls and given appropriate training and safety precautions. While the use of wearable technology seems to aid the well-being of the employee and minimize the financial cost to the organizations due to fall accidents, there are still challenges to their adoption. A recent study by Schall et al. (2018) identified barriers such as employee privacy, compliance, wearable device's durability, and the cost-benefit ratio, which have prevented the widespread adoption of wearable technology in the workplace \[[@B66-ijerph-17-03554]\]. Even though the study by Schall et al. (2018) did not focus on specific types of wearable devices pertaining to fall detection, the perception of the identified barriers and, in turn, the adoption remains a challenge in the workplace. Subsequently, the incorporation of multiple types of sensors specific to the occupational tasks can provide a comprehensive employee monitoring system to prevent injuries and promote safety. Reducing the injury risk and increasing employee satisfaction, wellness, and productivity have been identified as potential benefits of using wearable devices in the workplace \[[@B66-ijerph-17-03554]\]. Meanwhile, organizations that intend to adopt wearable technology need to focus on workplace safety and inform and support the employees of wearable technology and address the barriers for adoption \[[@B66-ijerph-17-03554],[@B67-ijerph-17-03554]\]. The implementation of SRS sensors for fall monitoring and detection will also face the same barriers as other wearable technologies. Multiple field-testing and awareness creations of the scientific community will aid in breaking the barriers for adoption and increase the use of wearable SRS fall detection systems \[[@B66-ijerph-17-03554],[@B67-ijerph-17-03554]\].

7. Conclusions {#sec7-ijerph-17-03554}
==============

This paper provides a review of the current WSS, a summary of the current research team's efforts to design, develop, and test a foot and ankle wearable device with the use of a novel SRS sensor and, subsequently, propose this wearable device as a potential fall detection system in the field of human factors and ergonomics, while addressing the limitations, future scope, and challenges of such wearable devices in the workplace. The SRS sensor has been validated in five different studies published as a series of Parts I to V papers in the "Closing the Wearable Gap" research. Over the course of the design and development of this wearable device, foot and ankle joint kinematics and kinetics captured by the SRS sensors were validated against an electronic goniometer, 3D motion capture systems, pressure mats, and force platforms. Specific to fall detection, the foot and ankle wearable device using the SRS sensors was identified as a promising technology to detect falls by assessing ankle joint kinematics during unexpected and expected slips, trips, and walking on tilted walkways. Thus, based on the current available literature, their findings, limitations, and future scope, this paper attempts to "Close the Wearable Gap" on WSS and their use in human movement monitoring and fall detection.
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A review of different studies assessing human movement with the use of wearable stretch sensors with descriptions of the study applications, tests conducted, and findings, as well as limitations and future scope.

  Study                                                    Uses/Application                                                                                                                                                                                                                                                                                                                                                       Tests Conducted                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                                           Findings                                                                                                                                                                                                                                                                                                                                                                                                                                                                                Limitations                                                                                                                                                                                                                                                                                                                                                              Future Scope
  -------------------------------------------------------- ---------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------- ----------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------- --------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------- ------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------ ----------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  **(Kramer et al., 2011)** \[[@B30-ijerph-17-03554]\]     Position measurement, motion detection, joint rotation incorporated in gloves to monitor hand motions                                                                                                                                                                                                                                                                  Curvature sensing, stretch sensing, and combination of curvature and stress sensing. Finger positioned between 0° and 90° and the change in resistance was recorded. Two tests conducted: (1) the finger bends at 90° and stays there for a while: (2) rapid bending and straightening. No. of participants: n/a                                                                                                                                                                                                                          Elastomer based curvature sensors allow mechanically non-invasive measurements of human body motions and kinematics. Owing to high stretchability, the sensors conform to the host bending without interfering with the natural mechanics of motion.                                                                                                                                                                                                                                    Accuracy of the sensor highly dependent on calibration, slight difference in calibration leads to drastic change. Changes in viscoelasticity of the sensor recorded                                                                                                                                                                                                      Integration of hyper elastic pressure and curvature sensors with integrated circuit. Shape mapping elastomer sheets.
  **(Huang et al., 2017)** \[[@B32-ijerph-17-03554]\]      Used in wrist rehabilitation, to increase the competitiveness of some sports by capturing and analyzing the joint motions, to obtain better effectiveness and accurate feedback of wrist motion for training in sports.                                                                                                                                                Five Degree of Freedom tested: flexion, extension, pronation, supination, ulnar deviation. No. of participants: 4                                                                                                                                                                                                                                                                                                                                                                                                                         A comfortable, portable and accurate wrist motion capture system. Decoupling algorithm proposed to solve the coupling problem of the measurements Used for analysis of athletic training performance, rehabilitation training, virtual reality system and control manipulators of robotic systems.                                                                                                                                                                                      Sliding of the sensors during skin deformation led to underestimation of the actual motion. Positioning repeatability is low. For the decoupling algorithm, if the Dielectric Elastomers (DES) system is worn by different people, the co-efficient matrix would change, and the system needs to be recalibrated. 2D measurement used in order to evaluate decoupling.   Focus on improving the measurement precision and making the system more comfortable to wear. Integration of sensors into tight fitting clothing can help eliminate positioning errors of the sensor building of 3D motion evaluation system to validate decoupling algorithm. Optimizing the dimensions to of DES to maximize sensitivity.
  **(Al-Nasri et al., 2019)** \[[@B33-ijerph-17-03554]\]   Studying the neck range motion for various neck related ailments.                                                                                                                                                                                                                                                                                                      Participants fitted with the commercial stretch sensitive C-Stretch tape along the sternocleidomastoid muscle (SCM) on both sides of the neck with the wire-end of the tape closer to the clavicle. Participants were asked to actively rotate their heads to the left from neutral and then right for a total of five left-to-right rotations. No. of participants: 2                                                                                                                                                                    Assessment of commercially available capacitive stretch sensitive sensors for real time monitoring of cervical range of motion. Usability of wearable sensors as a safe alternative to assess neck range of motion for clinical applications.                                                                                                                                                                                                                                           Anthropometric variables do not allow optimal use of sensor position and type for capturing joint motion. The length of sensor does not exceed to the full length of the sternocleidomastoid muscle for most people                                                                                                                                                      Safe alternative to assess real world neck range of motion for clinical application. Protocol for adhesion with a larger sample size to reduce the accuracy error below the acceptable threshold. Implementation of a more accurate method for fitting curvilinear nature of movements involved in rotations.
  **(Shen et al., 2016)** \[[@B31-ijerph-17-03554]\]       Clinical use for finger kinematic analysis and hand function evaluation.                                                                                                                                                                                                                                                                                               Sensing materials' ability to bend and stretch are tested. Repeatability is tested. No. of participants: n/a                                                                                                                                                                                                                                                                                                                                                                                                                              An analytical study to design the sensor with bending and stretching features enabling the sensor to be implemented in measuring human motions where a large amount of skin stretch is involved. Two sensor gloves designed and fabricated based on the proposed soft bending sensor for different applications.                                                                                                                                                                        Hysteresis and visible fluctuations observed, caused by sensor elongation and unstable connection.                                                                                                                                                                                                                                                                       Improve repeatability by reducing hysteresis and introducing new algorithm. Using the same system to measure bending angles of wrist and elbow.
  **(Totaro et al., 2017)** \[[@B34-ijerph-17-03554]\]     Used to address joint motion detection in and off sagittal plane. The capacitive elements are sensitive to pressure solicitations allowing discrimination between strain and pressure. In rehabilitation field, can be used to provide feedback about abnormal postures. Can be used to monitor and improve athlete's performance and track user movement in gaming.   For knees: Standing, sitting, squatting, running, walking. For ankle: dorsi/plantar flexion, adduction/abduction, complete foot rotation. No. of participants: n/a                                                                                                                                                                                                                                                                                                                                                                        Smart garments developed for lower limb motion detection embedded with readout electronics for retrieving movement of specific joint. Smart anklet designed to address joint motion detection in and off sagittal plane. Garments show high accuracy in movement detection with root mean square error less than 4° in worst case situation.                                                                                                                                            Sliding of braces after activities. Washability of the modules. Partial detachment of sensors due to the stress induced by the movements                                                                                                                                                                                                                                 Development of customized smartphone application, which helps guiding the user on different positions of foot needed for calibration, acquire sensor outputs and implement polynomial fitting for measuring full ranges. Using five sensors at the knee to detect internal/external rotation, and its abduction/adduction angles. Sewing of fabric conductive electrodes into the garment to isolate it from the user and outside world. Using knee & ankle modules together to provide biomechanical information about lower limb movement.
  **(Kim et al., 2019)** \[[@B35-ijerph-17-03554]\]        Use of deep learning for full body motion sensing, biomechanics study and rehabilitation. Use of Deep Full Body Motion Network (DFM-Net)                                                                                                                                                                                                                               Three types of activity data set: squats, bend and reach and windmill motion, four sets of each. Use of deep neural networks. No. of participants: n/a                                                                                                                                                                                                                                                                                                                                                                                    Use of deep learning for full body motion sensing, significantly increasing efficiency in calibration of the soft sensor and estimation of body motions. Deep learning-based calibration and mapping method shows a higher accuracy than traditional methods based on mathematical estimations.                                                                                                                                                                                         Nonlinearity in response and hysteric loops during flexion and extension of knee joint. Alignment, anchorage and deformation of human body resulting in difference in magnitude and pattern as well as noise in the output signals from shoulder joints.                                                                                                                 Development of an improved calibration model that can reuse pre-trained model parameters to simplify calibration procedures.
  **(Yi et al., 2015)** \[[@B40-ijerph-17-03554]\]         A stretchable-rubber-based (SR-based) triboelectric nanogenerator (TENG) device, integrated into a sensor system, capable of detecting movements in different directions. The SR-based TENG attached to the body to detect breathing and joint motion                                                                                                                  The SR-based TENG exploits the shape/length expansion of the rubber, which induces an in-plane charge separation and results in a potential output current produced by periodically stretching and releasing the rubber. This unique working principle of TENG was confirmed by numerical calculations and controlled experiments. No. of participants: n/a                                                                                                                                                                               Based on its motion sensing capability and high elasticity of the rubber, the SR-based TENG can be mounted onto a human body; and a self-powered health monitoring system could be realized for detections of physiological activities and joint movements. The SR based TENG can distinguish the bending angle of the knee, and accurate bending rate of the knee can also be acquired.                                                                                                The theoretical vertical gap between the rubber and aluminum affects the charge transfer process.                                                                                                                                                                                                                                                                        New design opportunities for TENG with great potential for applications in robotics, entertainment, sports, medical diagnosis, medical treatment. Act as functional sensor to detect various kinds of signals.
  **(Liao et al., 2019)** \[[@B43-ijerph-17-03554]\]       Strain sensors with both high stretchability and high sensitivity, fabricated based on cluster-type microstructures (CM) by using nozzle jet printing method.                                                                                                                                                                                                          Test were conducted by applying 00% and 160% stretching strains, to confirm the robustness of CM sensors. CM sensors were attached to multiple limb joints to monitor their activity. Knee bending detection was performed by the CM sensors, including bending, half bending and straight states. No. of participants: n/a                                                                                                                                                                                                               The CM strain sensor possesses a high gauge factor up to 2700 and a wide sensing range of 160% strain. Rapid response time is 18ms and response stability \> 10,000 strain cycles were conductive to CM strain sensor to perform well in both static and dynamic conditions. The sensor yields a significant information about joint movement.                                                                                                                                          The materials and devices fabrication are a tedious process. The materials are required to be pre-stretched before nozzle jet print machine deposits silver ink.                                                                                                                                                                                                         Can be envisioned and expanded further to the exploitation of wearable electronics. Developing fiber-based sensors to achieve higher performances in future.
  **(Chen et al., 2016)** \[[@B39-ijerph-17-03554]\]       Strain sensors with ultra-high sensitivity under microstrain having numerous potential applications in heartbeat monitoring, pulsebeat detection, sound signal acquisition and recognition.                                                                                                                                                                            Novel hybrid particles through coprecipitating silver nanowires (AgNWs) and graphene oxides (GO) were fabricated and two-part strain sensor was developed after a simple reduction, vacuum filtration and casting process. Cycle testing was taken for strain sensors under three different strains to investigate its practical application for sensing. No. of participants: n/a                                                                                                                                                        The strain sensors show good response to bending, high strain resolution and high working stability and successfully used in detection of microstrain such as daily physical vibrations, wrist pulses, and sound signal recognition. Sensing mechanism under strain results in high gauge factor of the strain sensor. The strain sensors have an accurate response on various strains and good mechanical stability.                                                                   Any difference in AgNWs and GO proportions can lead to errors in coprecipitation.                                                                                                                                                                                                                                                                                        Applications in sensing bending deformations. Can be used in detection of physiological signals and health monitoring.
  **(Liao et al., 2018)** \[[@B41-ijerph-17-03554]\]       Intelligent glove assembly using textile strain sensors, capable of detecting and translating full range of fingers' bending into wireless control commands.                                                                                                                                                                                                           A wearable intelligent glove assembled with multiple textile strain sensors, using facile stencil printing method. A deformation and fracturing mechanism investigated to check the effects of loading and unloading on the strain sensors. Microcontroller unit used for signal conditioning and Bluetooth transceiver used for signal communication. Successful demonstrations conducted to detect short bending and long bending of fingers and hand gestures, towards human machine interface applications. No of participants: n/a   The textile sensor possessed ultrahigh sensitivity with a relatively wide sensing range and gauge factor estimated to be approximately 2000. The textile strain sensors worked even when stretched up to 60% its original length. Simple signal processing unit with Bluetooth transceiver module allowing prompt transmission and translates fingers' bending into wireless control commands. No additional signal conditioning required by the analog to digital converter circuit.   Stencil printing has a limited sensing range, which may restrict their application. Fingers need to work in sequence and cannot work simultaneously, as the targeted subject is unable to identify the control commands from intelligent glove when all fingers are working at the same time.                                                                            Higher sensitivity and larger detection range would be achieved by pre-stretching optimization processes of the textile. Development for future human-machine interface applications. Expanding the use of textile strain sensors in the field of Internet of Things.
  **(Deng et al., 2019)** \[[@B42-ijerph-17-03554]\]       High stretchability and ultra-sensitivity of ultrasonic peeling vertical graphene/polydimethylsiloxane (UP-VGr/PDMS) sensors can be applied to various kinds of human physiological signal detectors. The sensors can detect sound amplitude as well as sound frequency, that is recognize the timbre of a sound.                                                      Pull and compression tests, loading and unloading cycles to observe relative resistance changes. Analysis for human physiological signal detection---wrist bending, knee motions, different degrees of finger bending, pulse signal detection. Testing timbre recognition ability using cellphone as a sound source and applying continuous constant loudness soundwaves of varying frequencies. No. of participants: n/a                                                                                                                 The UP-VGr/PDMS strain sensors have high stretchability, up to 100% and high sensitivity (Gauge Factor \> 10,000 at 100% strain) the sensors have the ability of high timbre recognition without waveform distortion for frequencies as high as 2500Hz. Demonstrations presented to highlight the sensors' potential as wearable device for human motion, pulse and sound timbre detection.                                                                                             Hysteresis behavior of strain sensor observed under loading cycles with 1 mm s^−1^ loading and unloading speeds. Little attenuation observed under unloading process.                                                                                                                                                                                                    Owing to good response to small angular changes and relatively high sensitivity, the sensors can be used as a highly selective sound detector, such as speech pattern recognition system. Sensors with timbre recognition ability can be used for rehabilitation of hearing-impaired and speaking impaired people.
  **(Liao et al., 2016)** \[[@B38-ijerph-17-03554]\]       Low cost stretchable, multifunctional sensor based on zinc oxide (ZnO) nanowires that can be stretched up to 150% and maintains the ability to detect strain, temperature and UV.                                                                                                                                                                                      Field emission scanning electron microscopy used to study the sensor under strain up to 120%. Electrical properties of the stretchable sensors under dynamic and static strain were investigated. Temperature sensitivity of the multifunctional sensor tested at various strain conditions. Photoelectric property of stretchable UV sensors evaluated under various strain conditions. No. of participants: n/a                                                                                                                         The electrical response of stretchable sensors remains unchanged through more than 10,000 cyclic loading tests at 3 Hz, possessing high stability and durability. The stretchable sensor shows high and stable signal-to-noise ratios. The stretchable temperature sensor under cyclic temperature tests between room temperature and 50 °C, is thermally stable without any strain. As stretchable UV sensors, the electrical signals respond and reset slowly.                        Significant hysteresis behavior is observed associated with elastic loading. Maximum detection frequency is limited to 8 Hz which is contingent on the contact-separation speed of the small pieces of ZnO nanowires debris.                                                                                                                                             Obtain smaller cracks of ZnO nanowires debris to enhance the performance od the stretchable strain sensor. Potential application for temperature controlling devices and can be applied to a wide range of applications in human medical monitoring and sleep quality perception. Light weight and fiber shape of stretchable UV sensors paves a way to manufacture high stretchable and economical UV early warning devices and optical smart devices.
  **(Lee et al., 2016)** \[[@B36-ijerph-17-03554]\]        Gesture recognition, motion monitoring, rotational angles of multi-axis joints.                                                                                                                                                                                                                                                                                        Two stretch sensors attached along the skin affected by the rotation of the joint. Calibration process necessary to determine sensor axes to reduce misalignment to the axis of rotation. Shoulder flexion/extension and addiction/abduction were estimated. No of participants: n/a                                                                                                                                                                                                                                                      A highly stretchable soft sensor which adheres to the skin directly to estimate multi axis joint rotation angles while providing comfortable physical interface.                                                                                                                                                                                                                                                                                                                        Estimated shoulder movement show hysteresis behavior that result in error for fast movements, owing to viscoelastic property of sensor. Error in the calibration observed due to twisting effect of arm since sensor is directly attached to the skin (curved surface of the shoulder), inaccuracy caused by calibration method, non-linearity of the sensor.            The proposed system can be applied for motion monitoring system by direct attachment to skin without discomfort to the user.
  **(Mengüç et al., 2014)** \[[@B37-ijerph-17-03554]\]     Study the hip, knee and ankle sagittal plane joint. Applications involve monitoring patient's gait pathology for providing rehabilitation assistance, augment human performance by reducing the work required from biological muscles.                                                                                                                                 Tested in isolation for extreme extension to failure, moderate extension to 1500 cycles and extreme compression to failure. Three males under 30 tested for locomotion at 5 predefined speed over split belt treadmill. Kinematics collected using optical motion capture were synchronized to the data collected by the sensors, to validate the results obtained. No. of participants: 3                                                                                                                                                Systematic design and characterization of soft sensing suit for monitoring hip, knee and ankle sagittal plane joint angles. Developing soft sensing suit with careful consideration of interface between components such that the root means square error for walking at 0.89m/s was less than 5° and for running at 2.7m/s was less than 15°.                                                                                                                                          Sensitivity to surface pressure, mechanical hysteresis observed. Cross sensitivity to compression. Electrical path being cut due to microchannel collapse on application of pressure during compression. Joint angle measurement deviations observed with increase in locomotion speed.                                                                                  Reduce material stiffness and mitigate compressor induced failure Using ionic liquids to improve biocompatibility as an alternative to liquid metal. Mechanically protecting sensors from redundant sensing to enable robust applications in field setting. Implication of a refined design with the use of discretized stiffness gradients to improve mechanical durability.
